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ABSTRACT 

The study was undertaken to determine diagnostic accuracy of Haemoglobin Colour Scale (HCS) in hands 
of village-based community health workers (CHWs) in real-life community setting in India. Participants 
(501 women) were randomly selected from 8 villages belonging to a project area of SEWA-Rural, a volun- 
tary organization located in India. After receiving a brief training, CHWs and a research assistant obtained 
haemoglobin readings using HCS and HemoCue™ (reference) respectively. Sensitivity, specificity, positive 
and negative predictive-values, and likelihood ratios were calculated. Bland-Altman plot was constructed. 
Mean haemoglobin value, using HCS and HemoCue™ were 11.02 g/dL (CI 10.9-11.2) and 11.07 g/dL (CI 
10.9-11.2) respectively. Mean difference between haemoglobin readings was 0.95 g/dL. Sensitivity of HCS 
was 0.74 (CI 0.65-0.81) and 0.84 (CI 0.8-0.87) whereas specificity was 0.84 (CI:0.5 1-0.98) and 0.99 (CL0.97- 
0.99) using haemoglobin cutoff limits of 10 g/dL and 7 g/dL respectively. CHWs can accurately diagnose 
severe and moderately-severe anaemia by using HCS in real-life field condition after a brief training. 
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INTRODUCTION 

Iron deficiency is the most common micronutrient 
deficiency in the world, affecting 2 billion people 
(1). Anaemia causes 841,000 deaths and loss of 
35,057,000 disability-adjusted life years (DALYs) 
globally every year (2). The first logical step to 
control anaemia should be to have an accurate 
diagnosis of anaemia at community and clinical 
settings (3). Clinical examination for pallor is the 
most commonly-used method for anaemia detec- 
tion. Some of the other commonly-used methods 
to estimate haemoglobin in a community setting 
are: Sahli method, copper sulphate method, and 
HemoCue™. Unfortunately, these methods have 
several limitations, ranging from lack of accuracy 
to complexity to high cost (4). 

To overcome many of these problems, Haemoglo- 
bin Colour Scale (HCS) was introduced by the World 
Health Organization to be used in community set- 
ting for estimation of haemoglobin. HCS does not 
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require battery or electricity or any maintenance. 
HCS is portable, and the results are immediate (5). 
The cost for performing one test is approximately 
10 cents. 

Accuracy of Haemoglobin Colour Scale is well- 
established when used in ideal laboratory condi- 
tions by a trained technician. Its accuracy is largely 
unknown in real-life community settings when 
used by village-based community health workers. 

There have been a number of studies, examining the 
accuracy of HCS in various parts of the world (6-15). 
Many of these studies are done in ideal conditions 
in laboratories by trained laboratory technicians. 
Selected community-based studies revealed a large 
variation in accuracy of the HCS. Sensitivity and 
specificity of the HCS from five laboratory-based 
studies were all high, varying from 0.85 to 0.99 for 
sensitivity and from 0.91 to 1.0 for specificity. Sen- 
sitivity for the 'real-life' studies varied between 0.50 
and 0.88 (16). Real-life setting means performing 
haemoglobin measurement under field condition by 
village-based community health workers (CHWs). 

There is need for a study that would establish accu- 
racy of HCS in hands of CHWs at the community 
level. Objective of this study is to determine diag- 
nostic accuracy of HCS in hands of village-based 
CHWs in a community setting. 



Accuracy of Haemoglobin Colour Scale 



Shah PP et al. 



The indicators of diagnostic accuracy of HCS that 
were examined included the following: 

Sensitivity, specificity positive predictive value 
(PPV), negative predictive value (NPV), likelihood 
ratios (positive and negative), and efficiency of 
HCS compared to reference standard for diagnosis 
of anaemia and according to severity of anaemia; 
mean difference between readings obtained from 
HCS and reference standard and construct Bland- 
Altman plot with 95% limits of agreement; preva- 
lence of anaemia and various severity of anaemia 
according to HCS and reference standard; mean dif- 
ference between readings obtained from HCS and 
the reference method and construct Bland-Altman 
plot with 95% limits of agreement; and prevalence 
of anaemia and various levels of severity of anae- 
mia according to HCS and the reference method. 

MATERIALS AND METHODS 

Study participants 

This study was conducted among 8 randomly- 
selected villages of Jhagadia block located in Gu- 
jarat, India. Jhagadia block consists of 168 villages 
with a population of 171,000. Almost 70% of 
population is tribal. Most of the population is poor 
and involved in farming. This study was done by a 
local, voluntary organization known as SEWA-Rural 
(SR) which has provided community-based health 
services in this area for the last 30 years. SR provides 
community-based safe motherhood and newborn 
survival services among all villages of the Jhagadia 
block since 2003 through 168 trained CHWs. These 
CHWs are village-based workers who have received 
at least primary education and have good rapport 
and strong relationships within the community as 
they are native of the village. The CHWs are part 
of the primary healthcare system and had received 
short training to implement community-level inter- 
ventions for improving maternal and child health. 

One village was randomly selected from the 8 Pri- 
mary Health Centres affiliated to cluster of villages 
belonging to Jhagadia block. Women of reproduc- 
tive age-group between 15 and 45 years were in- 
cluded in this study. The sample included pregnant 
and lactating women. Participants were recruited 
randomly, using a household survey, based on the 
database of SEWA-Rural. Alternative participants 
were randomly chosen if previously-selected partic- 
ipants refused to participate. Required sample-size 
was 489 to predict sensitivity and specificity of the 
severity of anaemia at 0.1 precision with 95% confi- 
dence level. Data were collected prospectively. 



Test methods 

Haemoglobin measurement using HemoCue™ 
portable haemoglobinometer (HemoCue™, AN- 
GELHOLM, Sweden) was used as reference method. 
It has been demonstrated that HemoCue™ can pro- 
vide accurate haemoglobin estimation when com- 
pared with filter photometer (17,18). HemoCue™ 
has been used for haemoglobin estimation during 
the Demographic and Health Survey (19). Consid- 
ering accuracy and ease of use in field conditions, 
we chose HemoCue™ as the reference method for 
our study. Supervisors of SR underwent training on 
the use of HemoCue™. 

The CHWs in the selected villages underwent a brief 
half-day training on proper use of the HCS. The HCSs 
were procured from the WHO-validated source CO- 
PACK GmbH, Germany. CHWs had hands-on train- 
ing in addition to lectures. A training video prepared 
by SR was shown to the CHWs. In addition, a train- 
ing module with pictorials was also provided. 

Independent observer received training to ensure 
that protocols are implemented; CHWs and their 
supervisors were blind to result of the test done by 
the other individuals. Observers provided treat- 
ment and counselling to women who were found 
to be anaemic. 

The CHWs and their supervisors measured hae- 
moglobin of the same woman, using HCS and 
HemoCue™ respectively after obtaining informed 
consent. The CHWs and supervisors were not in 
the same room to ensure that CHWs result does 
not get influenced by Hemocue™ reading. First, 
the supervisor obtained capillary blood by pricking 
left ring-finger and measured haemoglobin, using 
HemoCue™. After a few minutes, CHW obtained 
capillary blood by pricking right ring-finger and 
measured haemoglobin by using HCS. Both CHW 
and supervisor noted down the results in separate 
data-collection form. An independent observer en- 
sured that CHW and supervisor do not disclose their 
findings to each other. All sharp objects were col- 
lected and disposed of according to accepted stan- 
dards. The observer informed haemoglobin reading 
obtained from HemoCue™ to the participant and 
provided further treatment and counselling accord- 
ing to predefined protocol. Severely-anaemic partic- 
ipants were referred to the hospital of SEWA-Rural. 
The observer brought the data-collection forms to 
SEWA-Rural where information was entered into 
Microsoft Excel sheet by one of the investigators. 

We defined various levels of severity of anaemia as 
indicated in Table 1 for our study (20). 
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Table 1. Definition of severity of anaemia 


Haemoglobin level (g/dL) 


Severity 


More than 12 


Normal 


12-10.1 


Mild 


10-7.1 


Moderate 


Less than or equal to 7 


Severe 



The study was approved by the Anusandhan Trust 
Ethical Review Committee, Mumbai. 



Statistical analysis and reporting 

Statistical analysis was done using STATA 10.0 (21). 
Prevalence of anaemia according to various levels of 
severity was calculated. Paired £-test was performed 
to determine significant difference between means 
of haemoglobin values obtained by both the meth- 
ods. Pearson's correlation coefficient was calculated. 
Mean difference in haemoglobin values obtained 
using HCS and HemoCue™ with 95% confidence 
interval was recorded. Sensitivity, specificity, PPV, 
NPV, and efficiency with 95% confidence interval 
for detecting various severity levels of anaemia were 
calculated. Area under Receiver Operating Curve 
(ROC) was calculated using STATA command Iroc. 
Likelihood ratios (positive and negative) were cal- 
culated. Bland-Altman plot was constructed using 
STATA command batplot, notrend. START) guidelines 
were used for describing methods, statistical analy- 
sis, and results of the study (22). 

RESULTS 

A total of 501 participants were recruited from 8 
villages from March to May 2011. The descrip- 
tion of study participants is provided in Table 2. 
Haemoglobin readings from HemoCue™ and HCS 
were available for all 501 participants. Mean age of 
CHWs was 31 years. Five CHWs had education less 
than or equal to 10th grade. Mean duration of ex- 
perience as CHW was 6.5 years. 

Table 2. Description of study participants (n=501) 
Characteristics Values 
Age (years) 



Mean 


31 


Median 


30 


Range 


15 to 45 


Caste 




Scheduled tribe 


282 (56%) 


Others 


219 (44%) 


Pregnancy status 




Pregnant 


25 (5%) 


Lactating 


23 (5%) 


Others 


453 (90%) 



Table 3 shows prevalence of anaemia in addition to 
summary statistics for haemoglobin readings using 
HemoCue™ and HCS. There was no statistical dif- 
ference between mean haemoglobin readings ob- 
tained from the two methods. Prevalence of anae- 
mia was significantly higher (91%) when HCS was 
used compared to HemoCue™ (71%), although 
this difference gradually reduced with increasing 
severity of anaemia. 

The mean difference between haemoglobin read- 
ings using HemoCue™ and HCS was 0.95, after tak- 
ing into account the exact value of the difference 
ignoring direction of difference from zero. Almost 
two-thirds (324/501) and 91% (454/501) haemo- 
globin readings obtained using HCS were within 1 
g and 2 g of corresponding HemoCue™ readings 
respectively; 1 1 (2%) readings obtained using HCS 
were beyond 3 g of HemoCue™ readings. As seen 
in Figure 1, differences in haemoglobin readings 
were normally distributed around zero. 

Table 4 shows sensitivity, specificity, PPV, NPV, 
likelihood ratio (positive and negative), and ef- 
ficiency of HCS at different cutoff levels. Sensi- 
tivity and specificity of HCS for diagnosis of anae- 
mia was 0.96 (CI 0.93-0.98) and 0.22 (CI 0.15-0.3) 
respectively. Almost all indicators of test accuracy 
increased with increasing severity of anaemia. Sen- 
sitivity of HCS was 0.74 (CI 0.65-0.81) and 0.84 
(CI 0.8-0.87) whereas specificity was 0.84 (CI 0.51- 
0.98) and 0.99 (CI 0.97-0.99), using haemoglobin 
cutoff limits of 10 g/dL and 7 g/dL respectively. 
Log-likelihood (positive) ratio for severe anaemia 
was 83; therefore, correct diagnosis of severe anae- 
mia was 83 times common if HCS test result was 
less than 7 g/dL. Log-likelihood (positive) ratio for 
haemoglobin less than 10 g/dL was 4.63; therefore, 
correct diagnosis of moderately-severe anaemia 
was 4.6 times common if HCS test result was less 
than 10 g/dL. In other words, diagnostic accuracy 
of HCS was more for severe anaemia than moder- 
ately-severe anaemia, and so on. 

Bland-Altman plot (Figure 2) shows that mean 
difference between haemoglobin estimations ob- 
tained using HCS and HemoCue™ was 0.05 g/dL 
with 95% limits of agreement from -2.38 to 2.49 
g/dL. There was no relationship between difference 
in haemoglobin estimates obtained using both the 
methods and mean values. Pearson's correlation 
coefficient comparing HemoCue™ and HCS was 
0.7, 0.75, and 0.87 for haemoglobin cutoff level of 
less than or equal to 12, 10, and 7 respectively. Area 
under ROC was 0.79 for anaemia cutoff limit 10 
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Table 3. Prevalence of anaemia (n=501) 


Severity of anaemia 


HemoCue™ 


HCS 


Haemoglobin value (g/dL) 






Mean 


11.07 (CI 10.9-11.2) 


11.02 (CI 10.9-11.2) 


Median 


11.03 


11.00 


Range 


1.9-15.9 


2-14 


Anaemia (<12 g/dL) 


358 (71%) 


456 (91%) 


Mild anaemia (10.1-12 g/dL) 


250 (50%) 


312 (62%) 


Moderately-severe anaemia (7.1-10 g/dL) 


96 (19%) 


130 (26%) 


Severe anaemia (7 g/dL or less) 


12 (2%) 


14 (3%) 



Figure 1. Difference between haemoglobin readings using HCS and HemoCue™ 

84 86 85 




Difference between haemoglobin estimations obtained using HCS and HemoCue (g/dL) 



Table 4. Difference between readings using HemoCue™ 


and HCS, and accuracy of HCS at different cutoff 


levels of haemoglobin (n=501) 






Parameter 


Less than or equal to 


Less than or equal to 


Less than or equal to 


12 g/dL 


10 g/dL 


7 g/dL 


Sensitivity 


0.96 (CI 0.93-0.98) 


0.74 (CI 0.65-0.81) 


0.83 (CI 0.51-0.98) 


Specificity 


0.22 (CI 0.15-0.3) 


0.84 (CI 0.8-0.87) 


0.99 (CI 0.97-0.98) 


PPV 


0.75 (CI 0.71-0.79) 


0.56 (CI 0.47-0.64) 


0.71 (CI 0.43-0.9) 


NPV 


0.69 (CI 0.53-0.81) 


0.92 (CI 0.89-0.95) 


0.99 (CI 0.98-1.0) 


Likelihood ratio (positive) 


1.23 


4.63 


83 


Likelihood ratio (negative) 


0.18 


0.31 


0.17 


Efficiency 


75% 


82% 


99% 


Correlation coefficient 


0.7 


0.75 


0.87 
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Figure 2. Bland-Altman plot of the haemoglobin estimates obtained using HCS and HemoCue™ 
(reference) 
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g/dL, which suggests that there is a good agreement 
between HemoCue™ and HCS. 

None of the participants suffered any harm due to 
their participation in the study. 

DISCUSSION 

Clinical examination is the most commonly-used 
methods for diagnosis of anaemia at the commu- 
nity level. However, there is a fair volume of lit- 
erature, suggesting inadequate accuracy of clinical 
examinations for detection of anaemia, especially 
non-severe anaemia (16,23-26). HCS was intro- 
duced by WHO to tackle this problem. Although 
HCS was found to be accurate in laboratory setting, 
very few studies examined its accuracy in hands of 
CHWs in a community setting where no labora- 
tory facilities are available (16). This study tries to 
fill this gap in this evidence. This is the first study in 
India which examines accuracy of HCS in hands of 
village-based CHWs in a community setting. 

For cutoff level at 12 g/dL, HCS was found to have 
high sensitivity (96%) but poor specificity. This 
means that HCS would misdiagnose many non- 
anaemic patients as anaemic and subject them 
to treatment. However, the treatment for mild 
anaemia consists of daily iron supplementation 
which is already a recommended preventive mo- 



dality for non-anaemic pregnant women in India 
and is less likely to place any significant risk. Al- 
though there was no statistical difference in mean 
haemoglobin readings overall, correlation (0.7) be- 
tween HemoCue™ and HCS was fair. Most (91%) 
of HCS readings were within 2 g/dL of respective 
HemoCue™ readings. This finding is in agreement 
with previous studies (16). 

At cutoff level of 10 g/dL, accuracy of HCS was 
much better. Sensitivity (74%), specificity (84%), 
PPV (56%), NPV (92%), and correlation coefficient 
(0.75) was at acceptable range for community set- 
ting. Also, mean difference between HemoCue™ 
and HCS improved (0.7 g/dL), and 98% of HCS 
readings were within 2 g/dL range of HemoCue™. 
Area under ROC was 0.79. Also, HCS was accurately 
differentiating severely-anaemic participants from 
those suffering from moderate anaemia. This differ- 
entiation is important as management of severely- 
anaemic individual is different from moderately- 
anaemic individuals. 

Sensitivity of HCS for diagnosis of anaemia varied 
from 50% to 86% in previous studies done under 
real-life condition (16). Three out of four real-life 
studies reported specificity of less than or equal to 
50%. This study had similar findings, although sen- 
sitivity (96%) was better and specificity (22%) was 
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worse than other real-life studies. This difference 
could be due to cutoff limits used for this study. Sen- 
sitivity analysis using haemoglobin level 11 g/dL as 
cutoff yielded sensitivity of 80% and specificity of 
62%. More importantly, this study had much better 
sensitivity for severe anaemia than another real-life 
study which reported sensitivity of 50% (15). 

It is important to compare accuracy of HCS with 
other field-based methods used for diagnosis of 
anaemia. Overall, clinical examination of pal- 
lor was found to have lower sensitivity but better 
specificity than HCS (6,13,15,27). Sahli and copper 
sulphate method had similar sensitivity and speci- 
ficity as HCS (8,9,28). HemoCue™ was used as the 
reference method for assessing accuracy of HCS in 
few studies. Sahli and copper sulphate methods are 
more complex than HCS as these require reagents 
and other preparations, which are tedious to per- 
form in field setting. HemoCue™ is the most ex- 
pensive method as each test would cost almost 6 
times compared to HCS. As with all invasive meth- 
ods, the use of HCS carries risks associated with the 
use of lancets in a community setting if universal 
precautions are not implemented. 

This study examined the validity of HCS. We 
cannot comment on the reliability of the meth- 
od. There is a risk of CHW getting influenced by 
HemoCue™ readings. We ensured that there were 
adequate physical barrier between CHWs and su- 
pervisor operating HemoCue™. An independent 
observer was present at the time of data collection 
from every participant to ensure that CHW and su- 
pervisor were blinded to each other's results. 

We recommend that HCS can be useful among 
communities which do not have easy access to 
laboratory facilities. To scale up the use of HCS, its 
use could be made part of syllabus of CHW training, 
and HCS could be made part of existing job-kit of 
CHWs. It would be important to overcome exist- 
ing challenges related to replenishment of supplies, 
which is required for using HCS. Such policy would 
be a right step to achieve the Millennium Develop- 
ment Goal 5 (MDG 5) by early detection of anaemia 
which is one of the important indirect causes of ma- 
ternal mortality and morbidity (29). More research 
is required to examine the utility of HCS for assess- 
ing response to the treatment for anaemia. Also, 
whether improved diagnosis of anaemia, using 
HCS, ultimately improves treatment and outcomes 
of anaemic patients remains to be examined. 

What this study contributes to the existing litera- 
ture is that village-level CHWs can accurately diag- 
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nose severe and moderately-severe anaemia, using 
HCS in community setting after a brief training. Ac- 
curacy of HCS in hands of CHWs is similar to what 
has been reported in previous studies where higher 
level of health workers, including laboratory tech- 
nicians, midwives, used HCS. However, HCS does 
not replace laboratory assessment of anaemia. 

Conclusions 

Haemoglobin Colour Scale is accurate in diagnos- 
ing severe and moderately-severe anaemia in high- 
prevalence area in hands of community health 
workers in real-life field condition, after a brief 
training. 

ACKNOWLEDGEMENTS 

We are grateful to the John D and Catherine T Mac- 
Arthur Foundation for their financial support. We 
would like to thank Dr. Rahul Shidhaye for his valu- 
able suggestions for performing statistical analysis. 

REFERENCES 

1. Gillespie S, Kevany J, Mason J. Controlling iron defi- 
ciency. Geneva: World Health Organization, 1991:3. 
(Nutrition policy discussion paper 9). 

2. Ezzati M, Rodgers A, Lopez AD, Hoorn SV, Murray 
CJL. Mortality and burden of disease attributable to 
individual risk factors. In: Ezzati M, Lopez AD, Rod- 
gers A, Murray CJL, editors. Comparative quantifica- 
tion of health risks. V. 2. Geneva: World Health Orga- 
nization, 2004:2141-65. 

3. World Health Organization. Assessing the iron status 
of populations. 2nd ed. Geneva: World Health Orga- 
nization, 2007. 108 p. 

4. PATH. Anaemia detection methods in low-resource 
settings: a manual for health workers. Seattle: PATH, 
1997. 51 p. 

5. Stott GJ, Lewis SM. A simple and reliable method for 
estimating haemoglobin. Bull World Health Organ 
1995;73:369-73. 

6. Ingram CF, Lewis SM. Clinical use of WHO haemo- 
globin colour scale: validation and critique. / Clin 
Pathol 2000;53:933-7. 

7. Lewis SM, Stott GJ, Wynn KJ. An inexpensive and 
reliable new haemoglobin colour scale for assessing 
anaemia. / Clin Pathol 1998;51:21-4. 

8. Lewis SM, Emmanuel BJ. Validity of the haemoglo- 
bin colour scale in blood donor screening. Vox Sang 
2001;80:28-33. 

9. Timan IS, Tatsumi N, Aulia D, Wangsasaputra E. 
Comparison of haemoglobinometry by WHO hae- 
moglobin colour scale and copper sulphate against 



56 



JHPN 



Accuracy of Haemoglobin Colour Scale 



Shah PP et al. 



haemiglobincyanide reference method. Clin Lab Hae- 
matol 2004;26:253-8. 

10. Verhoef H, Hogervorst R, West CE, van den Broek NR, 
Kok FJ. Assessment of a simple test to detect anaemia 
in developing countries. In: Verhoef H, editor. Iron 
Deficiency and Malaria as Determinants of Anaemia 
in African Children. Wageningen: Wageningen Uni- 
versity, 2001:127-40. 

11. Gies S, Brabin BJ, Yassin MA, Cuevas LE. Compari- 
son of screening methods for anaemia in pregnant 
women in Awassa, Ethiopia. Trop Med Int Health 
2003;8:301-9. 

12. Barduagni P, Ahmed AS, Curtale F, Raafat M, Soliman 
L. Performance of Sahli and colour scale methods in 
diagnosing anaemia among school children in low 
prevalence areas. Trop Med Int Health 2003;8:615-8. 

13. Montresor A, Albonico M, Khalfan N, Stoltzfus RJ, 
Tielsch JM, Chwaya HM et al. Field trial of a hae- 
moglobin colour scale: an effective tool to detect 
anaemia in preschool children. Trop Med Int Health 
2000;5:129-33. 

14. Coetzee MJ, Writes R, van Zyl M, Ferreira C, Pieters 
H, Miinster M. Evaluation of a World Health Orga- 
nization colour scale for detection of anaemia in a 
haematology clinic. SAfrMed J 2000;90:489. 

15. van den Broek NR, Ntonya C, Mhango E, White SA. 
Diagnosing anaemia in pregnancy in rural clinics: 
assessing the potential of the haemoglobin colour 
scale. Bull World Health Organ 1999;77:15-21. 

16. Critchley J, Bates I. Haemoglobin colour scale for 
anaemia diagnosis where there is no laboratory: a 
systematic review. Int J Epidemiol 2005;34:1425-34. 

17. von Schenck H, Falkensson M, Lundberg B. Evalu- 
ation of "HemoCue," a new device for determining 
hemoglobin. Clin Chem 1986;32:526-9. 

18. Cohen AR, Seidl-Friedman J. HemoCue system 
for hemoglobin measurement. Evaluation in ane- 
mic and nonanemic children. Am J Clin Pathol 
1988;90:302-5. 



19. The DHS Program: Demographic and Health Sur- 
veys. Other quantitative surveys. Rockville, MD: ICF 
International, (http : //dhsprogram . com/ What- We- 
Do/Survey-Types/Other-Quantitative-Surveys.cfm, 
accessed on 22 July 2010). 

20. World Health Organization. Iron deficiency anaemia: 
assessment, prevention, and control. A guide for pro- 
gramme managers. Geneva: World Health Organiza- 
tion, 2001. 114 p. (WHO/NHD/01.3). 

21. StataCorp LP. Stata statistical software: release 10. 
Texas: College Station, 2007. 

22. Bossuyt PM, Reitsma JB, Bruns DE, Gatsonis CA, 
Glasziou PP, Irwig LM et al.; Standards for Reporting 
of Diagnostic Accuracy. Toward complete and accu- 
rate reporting of studies of diagnostic accuracy: the 
STARD initiative. Ann Intern Med 2003;138:40-4. 

23. Getaneh T, Girma T, Belachew T, Teklemariam S. The 
utility of pallor detecting anemia in under five years 
old children. Ethiop Med J 2000;38:77-84. 

24. Luby SP, Kazembe PN, Redd SC, Ziba C, Nwanyanwu 
OC, Hightower AW et al. Using clinical signs to diag- 
nose anaemia in African children. Bull World Health 
Org 1995;73:477-82. 

25. Sanchez-Carrillo CI. Bias due to conjunctiva hue and 
the clinical assessment of anaemia. / Clin Epidemiol 
1989;42:751-4. 

26. Ghosh S, Mohan M. Screening for anaemia. Lancet 
1978;1:823. 

27. Montresor A, Ramsan M, Khalfan N, Albonico M, 
Stoltzfus RJ, Tielsch JM etal. Performance of the hae- 
moglobin colour scale in diagnosing severe and very 
severe anaemia. Trop Med Int Health 2003;8:619-24. 

28. Tatsumi N, Bunyaratvej A, Timan IS, Aulia D, Fu- 
nahara Y, Sumiyoshi A et al. Field evaluation of WHO 
hemoglobin color scale in West Java. Southeast Asian 
J Trop Med Public Health 1999;30(Suppl 3):177-81. 

29. Ronsmans C, Graham WJ; Lancet Maternal Survival 
Series steering group. Maternal mortality: who, when, 
where and why. Lancet 2006;368:1189-200. 



Volume 32 | Number I | March 2014 



57 



